Enzymatic assay method for measuring mizoribine levels in serum.
A sensitive and specific method for assaying serum mizoribine levels that can be applied to general automatic clinical analyzers was developed. Regression analysis of the enzymatic assay (y) vs. the HPLC method (x) produced the following relation: y=0.964x+0.090 (n=262, Sy, x=6.37 ng/mL).